Qualitative Analysis Report

Data Filename  TOX21_202315_TMS.D Sample Name NCGC Tox21_202315 from J07 SP109782
Position -33 Instrument Name 5975C_MR
User Name Long Acq Method C1_28-0_2_620_mt384_sndv.M
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http://pubchem.ncbi.nlm.nih.gov/summary/summary.cgi?sid=144209513

Qualitative Analysis Report

User Spectra
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Spectrum Source
Peak (4) in "+ TIC Scan"
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Spectrum Source
Peak (7) in "+ TIC Scan"

x10 2 |+ Scan (8.926-9.015 min, 14 Scans) TOX21_202315_TMS.D Subtract
8 75.0
6,
127.0
4] 170.1
155.1
45.0
2 60-9 142.0
27.0 ‘ | 849 990 188.0
0 L ||‘| nl |‘.l||l |I ‘|J|||”|‘| s ‘||||1| b I; 11‘09 1, |I| | l |

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (8) in "+ TIC Scan"

x10 4 |+ Scan (21.411-21.493 min, 13 Scans) TOX21_202315_TMS.D Subtract

3.5 75.0 313.3

34

: 43.1 103.0
1,
0.51 29.1
o U Wl LL 1299 1571 1851 2132 241.2 297.3 ||
P e e : : ‘ : :

20 100 120 140 160 180 200 220 240 260 280 300 320
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (9) in "+ TIC Scan"

x10 3 |+ Scan (25.852-25.996 min, 22 Scans) TOX21_202315_TMS.D Subtract

1.75 91.0
1.5+
1.25+ 73.0
1
0.75+
0.5
0.25+
0-

120.0
21561

44.9

180, gl o Jln gl Cp0 eoeo0| 2RO s e

20 40 60 80 100 120 140 160 180 200 220 240 260 280 300 320
Counts vs. Mass-to-Charge (m/z)

--- End Of Report ---

Agilent Technologies Page 4 of 4 Printed at: 11:03 AM on: 5/14/2014



	structure: 
	viz: 
	pc: 
	gg: 


